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GAS ANALYSIS

the spring, and the rising bubbles of gas pass into
the cylinder through the funnel D and the tube (7.

For the determination of the volume and compo-
sition of the absorbed gases in liquids, the Tiemann
and Preusse modification of Reichardt's apparatus1
can be recommended (Fig. 9).

This consists of two flasks A and J?, each of about
1 liter capacity, and connected by tubes with the gas-

collector 0. The flask A is fitted with a per-
forated rubber stopper in which is inserted the glass
tube a bent at a right angle and ending flush with
the lower surface of the stopper, a is joined by a
piece of rubber tubing to the tube 5<?, which in turn
connects with the gas-collector 0. O is held by a
clamp, has a diameter of 35 mm., is about 800 mm.
1 JB&ricUe der deutschen chemischen G-esellschaft, 1879, p. 1768,